[Bipolar electrocoagulation in active upper gastrointestinal hemorrhage. Results of a prospective, non-controlled, multicenter study].
This is a report on a prospective, non-controlled, and multicenter trial using a new bipolar electrocoagulation unit (BICAP system) in patients with active upper gastrointestinal haemorrhage. From November 1980 to June 1982 55 patients have been treated. In 87% the bleeding could be stopped by electrocoagulation. In 27% rebleeding occurred. The mortality of upper GI bleeding in this series was 10.9%.